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Optical coherence tomography for an in-vivo
study of posterior-capsule-opacification types and
their influence on the total-pulse energy required
for Nd:YAG capsulotomy: a case series
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Abstract

Background: Posterior capsule opacification (PCO) is the most common post-operative complication associated
with cataract surgery and is mostly treated with Nd:YAG laser capsulotomy. Here, we demonstrate the use of
high-resolution spectral-domain optical coherence tomography (OCT) as a technique for PCO analysis. Additionally,
we evaluate the influence of PCO types and the distance between the intraocular lens (IOL) and the posterior
capsule (PC), i.e., the IOL/PC distance, on the total-pulse energy required for the Nd:YAG laser posterior capsulotomy.

Methods: 47 eyes with PCO scheduled for the Nd:YAG procedure were examined and divided into four categories:
fibrosis, pearl, mixed type and late-postoperative capsular bag distension syndrome. Using custom-made computer
software for OCT image analysis, the IOL/PC distances in two dimensions were measured. The IOL/PC distances were
compared with those of a control group of 15 eyes without PCO. The influence of the different PCO types and the
IOL/PC distance on the total-pulse energy required for the Nd:YAG procedure was analyzed.

Results: The total-pulse energy required for a laser capsulotomy differs significantly between PCO types (p = 0.005,
Kruskal-Wallis test). The highest energy was required for the fibrosis PCO type, followed by mixed, pearl and
late-postoperative capsular bag distension syndrome. The IOL/PC distance also significantly influenced the total-pulse
energy required for laser capsulotomy (p = 0.028, linear regression). Lower total-pulse energy was expected for a larger
IOL/PC distance.

Conclusions: Our study indicates that the PCO types and the IOL/PC distance influence the total-pulse energy required for
Nd:YAG capsulotomy. The presented OCT method has the potential to become an additional tool for PCO characterization.
Our results are important for a better understanding of the photodisruptive mechanisms in Nd:YAG capsulotomy.

Keywords: Capsular bag distension syndrome, Capsulotomy, High-resolution spectral-domain optical coherence
tomography, Nd:YAG, Posterior capsule opacification
Background
Posterior capsule opacification (PCO) is the most com-
mon post-operative complication associated with mod-
ern cataract surgery [1], with a reported incidence of
approximately 28% after 5 years [2]. PCO usually de-
velops due to the epithelial cells of the lens being left be-
hind in the capsular bag after any type of extracapsular
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cataract surgery [3]. Different experimental studies [4-6]
have suggested that the posterior capsule (PC) itself does
not opacify. PCO occurs as a result of the formation of
opaque secondary membranes by proliferation, migration,
epithelial-to-mesenchymal transition, collagen deposition,
and lens fiber regeneration of the lens epithelial cells [7].
The lens epithelial cells proliferate in several patterns.
Clinically, there are two basic morphological types of
PCO, the fibrosis type and the pearl type, which have
different cellular origins [3,8,9]. The fibrosis-type PCO is
caused by the proliferation and migration of the lens
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epithelial cells, which undergo an epithelial-to-mesenchymal
transition, resulting in fibrous metaplasia [8]. In contrast,
the pearl-type PCO is formed by the lens epithelial cells
located at the equatorial lens region. These cells generate
the regeneration of crystallin-expressing lenticular fibers
and the formation of Elshing pearls and a Soemmering
ring [3,9].
Another post-operative complication of cataract sur-

gery (phacoemulsification) that also affects the visual
function is late-postoperative capsular bag distension
syndrome (CBDS). According to Miyake et al. this syn-
drome is characterized by the accumulation of liquefied
material in a closed space between the PC and the intra-
ocular lens (IOL) optic formed due to the occlusion of
the anterior capsular opening created during the cataract
surgery [10].
The most effective treatment for PCO and late-

postoperative CBDS is Nd:YAG laser capsulotomy. The
procedure involves clearing the visual axis by creating a
central opening in the opacified PC [3,11]. This proced-
ure involves focusing a Nd:YAG laser pulse, with an en-
ergy of several millijoules and a duration of several
nanoseconds, immediately behind the PC. Previous stud-
ies [12-17] have reported that the side effects are more
pronounced when higher single-pulse energy, rather
than higher total-pulse energy, is used. To avoid un-
wanted IOL damage, these studies all proposed that
the Nd:YAG laser posterior capsulotomy should be
performed with the lowest possible single-pulse energy.
The main focus of our study was to investigate how

(i) the different PCO types and/or CBDS and (ii) the dis-
tance between the IOL and the PC (IOL/PC distance)
affect the total-pulse energy required to create the poster-
ior capsulotomy. For this purpose the analysis of different
PCO types was required in relation to the total-pulse en-
ergy used for each capsulotomy.

Methods
Patients
Our prospective study was performed at the Eye Hos-
pital, University Medical Centre Ljubljana, Slovenia and
was approved by the National Ethics Committee. All the
patients provided written, informed consent. The study
protocol adhered to the tenets of the Declaration of
Helsinki.
The present study was performed over 7 months and

included patients with biomicroscopically detectable PCOs
and/or late-postoperative CBDS who were instructed to
have Nd:YAG laser capsulotomy by ophthalmologists. The
patients were chosen for treatment if they had reduced
visual acuity with capsule opacity, glare or monocular
diplopia. All the procedures were performed more than
one year after uneventful phacoemulsification cataract sur-
gery, and all the patients had implanted foldable silicone,
hydrophobic or hydrophilic acrylic IOLs. Statistical ana-
lysis regarding PCO formation and IOL positioning of the
different IOL models were not performed. Patients with
active ocular disease, a previous Nd:YAG laser posterior
capsulotomy, IOL displacement, sulcus-fixated IOL, PC
rupture, aphakia, and those who had difficulty with ocular
fixation with OCT were excluded from our study.
Forty-seven eyes of 40 patients with PCO were in-

cluded in the study. The patients ranged in age from 59
to 89 years (mean age: 76.3 years; standard deviation
(SD), 7.9); 20 were men (mean age: 77.2 years; SD, 6.7)
and 15 were women (mean age: 74.9 years; SD, 9.5).
The control group comprised 15 eyes of 12 patients (8

were men and 4 were women) without PCO on whom
uneventful cataract surgery had been performed. The
control group (mean age: 76.8 years; SD, 11.8) was ana-
lyzed several months after the cataract surgery and was
used for a comparison with the IOL/PC distances mea-
sured in patients with different PCO types. For a more
comprehensive reading we classified late-postoperative
CBDS as another type of PCO.

Patient examination
In all patients, anterior segment biomicroscopy with a PCO
evaluation was performed by one ophthalmologist (G.H.)
under pharmacological mydriasis. Before the Nd:YAG laser
procedure was initiated, an OCT examination (Figure 1,
first column), slit-lamp photography (Figure 1, second col-
umn), and retroillumination photography (Figure 1, third
column) were performed by a certified assistant research
technician (D.P.). According to the slit-lamp evaluation
and the analysis of the OCT image, the PCO type was
defined.
Following the slit-lamp evaluation, the PCO was

segregated into one of the four groups: fibrosis (Figure 1,
second row), pearl (Figure 1, third row), mixed type
(Figure 1, fourth row), and late-postoperative CBDS
(Figure 1, fifth row).
Mixed-type PCO was defined as PCO with the charac-

teristics of both the fibrosis and pearl types, visible
under the slit-lamp and on the OCT image. A typical
mixed-type PCO is presented in Figure 1 in the fourth
row, where the left-hand side of the PCO is recognized
as a pearl type, while the right-hand side of the PCO is a
fibrosis type.
We segregated some cases, where different amounts of

transparent or turbid, milky fluid was collected in the
capsular bag into clinical entity late-postoperative CBDS.
Late-postoperative CBDS was mostly characterized upon
slit-lamp examination by a fibrotic, thickened anterior
capsular opening and by the accumulation of a liquefied
substance between the IOL and the PC. In some cases,
when the distance between the IOL and the PC was not
large enough, the CBDS type was recognized during the



Figure 1 Typical OCT (first column), slit-lamp (second column) and retroillumination images (third column) of IOL without PCO at
7 months after cataract surgery (first row), and different PCO types: fibrosis-type PCO (second row), pearl-type PCO (third row),
mixed-type PCO (fourth row), and late-postoperative CBDS (fifth row). The dashed lines in the slit-lamp and retroillumination images show
the position of the OCT cross-section image. The arrows within the IOL on the OCT images show the horizontal IOL direction, while the zero
corresponds to the IOL center.
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Nd:YAG capsulotomy procedure. Here, in all of our
CBDS cases, a surge of viscous fluid was seen coming
out of the gap between the IOL and the PC, leaking into
the vitreous. Thus, this leakage was a characteristic find-
ing in all of our CBDS cases.

OCT examination
OCT examinations were performed before the Nd:YAG
laser procedure on a high-resolution spectral-domain
OCT (Spectralis HRA +OCT, Heidelberg Engineering
Inc., Germany). To perform the OCT analysis on the
plane of the PC, we used infrared light (for a back-
ground image of the patient’s eye) with an anterior seg-
ment lens in 30° settings on a high-resolution line scan
and in the angle modality. Mostly high-resolution line
scans were stretched across 30° covering 16.7 mm;
otherwise, three-dimensional scans of 11 lines covering
11.1 mm on 30° were used. For the analysis, the horizon-
tal OCT line scan through the center of IOL optic was
used. The center of the IOL optic was determined by
using the OCT line scan with the highest distance be-
tween anterior and posterior IOL surface. Typical OCT
images are shown in the first column of Figure 1, where
the line scan position is indicated in the second and the
third column with a dashed line.

Nd:YAG-Laser capsulotomy procedure
All the procedures were performed by one ophthalmolo-
gist (G.H.). For this purpose, we employed a Q-switched
Nd:YAG laser with a 7.6 ns pulse duration (Modified
Optimis laser system made by Optotek d.o.o., Ljubljana,
Slovenia).
In all cases, we induced mydriasis and used a 150-μm

backfocus. However, as a precaution, the aiming beam
was first focused slightly away from the PC, toward the
retina. If there was no visible damage on the PC at the
starting focus position, the aiming beam was carefully
moved backwards, i.e., nearer to the PC, until visible
damage was seen. In all of our patients, we employed a
capsulotomy contact glass (CGPL lens, Haag Streit) and
used a cruciate pattern to perform the capsulotomy. We
aimed the size of the capsulotomy to be greater than
4.0 mm in the horizontal and vertical direction (see
Figure 2, middle image). According to the previous



Figure 2 An OCT (left), slit-lamp (middle) and retroillumination image (right) captured immediately after the laser capsulotomy of a
mixed-type PCO. This case before the procedure is presented in Figure 1 (fourth row). The slit-lamp image (middle) also serves as a schematic
demonstration of the x and y axes of the “rhombus” that outlines the area of the posterior capsule opening.
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studies and recommendations [12-17] to use rather
lower single-pulse energy even in return of higher total-
pulse energy, we used the single-pulse energy just above
the threshold for optical breakdown of our laser system.
All the procedures were successfully finished with the
same single-pulse energy, Ep = 1.6 mJ.
Many Nd:YAG laser capsulotomy techniques have been

described in the literature and used in clinical practice.
Our study takes into account a survey of UK practices and
recommendations made by Gomaa and Liu [18].

Total-pulse energy measurements
While performing the Nd:YAG laser procedure in each
eye, we counted the number of laser pulses, Np, that in-
duced an optical breakdown (i.e., the plasma spark was
visible). The total-pulse energy, Etot, required to create
the PC opening was defined as Etot =NPEP. Here, Ep
stands for the single-pulse energy.
After the procedure, the size of the capsulotomy was

measured in x-y coordinates under a slit-lamp with ac-
curacy better than 200 μm (e.g., see Figure 2, middle
image). In this way we obtained the length of the x and
y diagonals of a rhombus outlining the PC opening and
calculated the area of the capsulotomy as rhombus area
A ¼ xy

2 :

For a more objective comparison of the results ob-
tained in different eyes, we normalized the total-pulse
energy, Etot, by the measured area of the capsulotomy A.
Thus, for each procedure, we calculated the total-pulse
energy per area f ¼ Etot

A :

Analysis of the IOL/PC distance
OCT images were first exported from our database using
Eye Explorer (Heidelberg computer program for viewing
OCT images) and were then processed to obtain the IOL/
PC distance distribution in two dimensions. Here, the reso-
lution of our method was limited by the size of one pixel
of the exported image, which is 4 μm in the vertical and
11 μm in the horizontal direction of the OCT image.
Custom-made software, written in MATLAB, was designed
(P.G.) for the purpose of image processing. We developed
and used this software for semi-automatic measurements
of the IOL/PC distance distributions. The main principle
of our image processing is schematically represented in
Figure 3. Here, the shape of the PC and the posterior IOL
surface was first approximated by a Bézier spline, [19] i.e.,
a series of cubic Bézier curves joined end-to-end in control
points. The control points (the white points in the top left
picture in Figure 3) were manually selected by an ophthal-
mologist (G.H.) so that the Bézier spline (the red and green
curves in the top left picture in Figure 3) coincided with
the shape of the PC and the posterior IOL surface.
The Bézier spline is formed by equidistant points. For

each point, the normal distance between the IOL and
PC was calculated, as is shown schematically (only for
selected points) with the blue lines in the bottom-left
picture in Figure 3. The calculated IOL/PC distance dis-
tribution is shown as a function of the axial position x in
the right-hand picture in Figure 3.
The IOL/PC distance distributions for different PCO

types, calculated from the typical OCT images in Figure 1,
are presented in Figure 4.

Data analysis
To compare the IOL/PC distances between different PCO
types, we calculated (for each OCT image) a mean IOL/
PC distance dMEAN from the measured two-dimensional
IOL/PC distance distribution. Henceforth, we will call this
mean IOL/PC distance (obtained from a single OCT
image) simply the IOL/PC distance.
For each PCO type, we calculated the median, mini-

mum and maximum of both the IOL/PC distances (ob-
tained from a single OCT image) and the total-pulse
energy per area. These values are listed in Tables 1 and
2. Because the distributions were not normal, we used
the Kruskal-Wallis test for statistical analysis of the dif-
ferences in the IOL/PC distances between PCO types.
This test was also used to compare the total-pulse energy
per area that was needed to create a posterior capsulot-
omy in different PCO types. The comparison of the IOL/
PC distance between the fibrosis-type PCO and the con-
trol group was performed using the Mann–Whitney test.
A linear regression was used to analyze the influence of

the IOL/PC distance on the total-pulse energy per area.
In our study, we considered that p values below 0.05

were statistically significant. We performed the statistical
analysis using the R statistical package (version 2.15).



Figure 3 Schematic presentation of the OCT image processing protocol to obtain the IOL/PC distance as a function of the axial lens
position x. The shape of the PC and the posterior IOL surface is first approximated by a Bézier spline, a series of cubic Bézier curves joined end-to-end
in control points. The control points (the white points in the top left picture) are manually selected so that the Bézier spline (the red and green curves
in the top left picture) coincides with the shape of the PC and the posterior IOL surface. The Bézier spline is formed from equidistant points. For each
point, the normal distance between the IOL and PC is calculated, as is shown schematically (only for selected points) with the blue lines in the bottom
left picture. The calculated IOL/PC distance distribution as a function of the axial position x is shown in the right picture.

Hawlina et al. BMC Ophthalmology 2014, 14:131 Page 5 of 11
http://www.biomedcentral.com/1471-2415/14/131
Results
A group of 47 eyes with PCO and 15 eyes without PCO
were analyzed: 11 cases (23%) were segregated into
fibrosis-type PCOs, 16 cases (34%) into pearl-type PCOs,
12 cases (26%) into mixed-type PCOs, and 8 cases (17%)
into the late-postoperative CBDS. The fifteen cases with-
out PCOs served as a control group.
The IOL/PC distances for each PCO type were col-

lected and analyzed. The statistical data for the IOL/PC
distances are listed in Table 1. The distributions of the
IOL/PC distances are presented in the box plot in Figure 5.
Figure 4 IOL/PC distance distribution as a function of the axial lens p
for different PCO types: late-postoperative CBDS, the pearl type, mixe
7 months after the cataract surgery (the black curve).
The differences in the IOL/PC distances between the
different PCO types are statistically highly significant
(p <0.001).
The results in Figure 5 show that the pearl type (p)

had the highest median IOL/PC distance, followed by
the late-postoperative CBDS (cbds), the mixed (m), the
fibrosis type (f ), and the control group (cg).
Figure 6 shows the box plot of the total-pulse energy

per unit area that was needed to perform a posterior
capsulotomy for different PCO types. This distribution
differs significantly between PCO types (p = 0.005). The
osition x, calculated from the typical OCT images in Figure 1, i.e.,
d type, and fibrosis type, as well as for the IOL without PCO at



Table 1 IOL/PC distances for different PCO types

IOL/PC distance [μm]

PCO type Median Minimum Maximum

Control group 11.5 8.5 14.8

Fibrosis 25.4 8.8 49.4

Pearl 112.1 54.7 236.0

Mixed 83.1 40.3 146.8

Late-postoperative CBDS 104.6 29.9 543.7

The values obtained for the control group are also listed in the first row. All
the listed values are in units of μm.
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statistical data for this comparison are listed in Table 2.
The highest median total-pulse energy per area is re-
quired to treat the fibrosis PCO type, followed by the
mixed, the pearl and the late-postoperative CBDS.
The total-pulse energy per area as a function of the

IOL/PC distance is presented in Figure 7. The solid line
shows a linear fit to all the plotted data, where we ex-
cluded one case of the late-postoperative CBDS whose
IOL/PC distance equaled 544 μm. This case was recog-
nized as an outlier (cbds type in Figure 6). Thus, the infer-
ence from our results can only be made for patients with
IOL/PC distances in the range between 9 μm and 238 μm.
The estimated regression coefficient equals −36 mJ/mm3

(p = 0.028) and the 95% confidence interval for the regres-
sion coefficient equals [−68, 5] mJ/mm3. Therefore, this
result is also statistically significant.

Discussion
In our study, we showed (i) the use of high-resolution
spectral-domain OCT for PCO characterization, (ii) the
OCT characteristics of different PCO types, and (iii) the
influence of PCO types and the IOL/PC distance on the
total-pulse energy required to create posterior capsulot-
omy using an Nd:YAG laser.

High-resolution spectral-domain OCT for PCO
characterization
We used high-resolution spectral-domain OCT images
to show the characteristics of different PCO types (e.g.,
see Figure 1). OCT facilitates the high-resolution cross-
sectional imaging of the tissue [20,21] and was thus used
Table 2 Total pulse-energy per area for different PCO
types

Total-pulse energy per area [mJ/mm2]

PCO type Median Minimum Maximum

Fibrosis 14.20 5.5 34.5

Pearl 5.75 3.8 12.9

Mixed 8.35 4.5 17.7

Late-postoperative CBDS 5.85 2.4 7.2

All the listed values are in units of mJ/mm2.
for additional PCO characterization. With our OCT
method, we were able to distinguish different types of
PCO and to measure the IOL/PC distance in two di-
mensions. Until now ultrasound biomicroscopy (UBM)
[22-24] and Scheimpflug imaging [25,26] have mostly
been used for the evaluation of PCO, late-postoperative
CBDS and IOL positioning in the capsular bag. OCT
has rarely been used to analyze a PC or PCO [20,27-29].
These few studies mostly employed OCT with a lower
resolution. In this context, we present high-resolution
spectral-domain OCT as a tool for future studies of
changes to the PC following an Nd:YAG laser capsulot-
omy procedure.
It has been demonstrated previously [30,31] that OCT

has sufficient reproducibility and can also be used to
analyze anterior segment features [20,32-34], including
the PC [20,27-29,35,36]. Moreno-Montañes et al. [29]
presented OCT with a lower resolution as a method for
the objective evaluation of PCO. Using OCT, these au-
thors estimated the PCO intensity and thickness in pa-
tients after cataract surgery. Although they showed good
and acceptable interoperator repeatability for measuring
posterior capsule thickness, there is still no commer-
cially available application for PCO characterization
using OCT. To obtain the IOL/PC distance map, auto-
matic software would substantially help to reduce the
amount of time needed to obtain the type of results pre-
sented in our study. Proper software would be useful for
a three-dimensional analysis of different PCO types,
PCO development in different IOLs, and studies of the
IOL position after cataract surgery. Because the OCT
has no observer bias [29] and allows a more objective
analysis than slit-lamp images, the OCT method also
has the potential to become an additional tool in grading
systems for PCO. However, for these purposes, automatic
image processing is required to speed up the image ana-
lysis and to allow the measurement of the IOL/PC dis-
tance over the selected area (not only a single-line scan).

OCT characteristics of different PCO types
The literature refers mainly to two basic PCO types: the
fibrosis and pearl types. These two basic morphological
types are characterized by cell types that are responsible
for their development [37]. The results of our OCT
measurements of IOL/PC distances show that the dis-
tance distribution in these two basic PCO types is prac-
tically uniform, i.e., it is practically independent of the
axial position.
In clinical practice, in some cases, the slit-lamp exam-

ination shows the characteristics of both basic PCO
types. For this reason, we included mixed-type PCO, as
a type where pearl-type and fibrosis-type PCOs are
found within the same PCO. The mixed-type PCO can be
easily recognized from the OCT images by the irregular



Figure 5 The distribution of the IOL/PC distances for the control group (cg) and for the different PCO types: fibrosis (f), mixed (m),
pearl (p) and late-postoperative CBDS (cbds). The differences between the groups are highly significant (p <0.001).
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IOL/PC distance (Figure 1, fourth row). In this case, the
distance distribution (the third graph from the top in
Figure 4) varies from the values that are typical for the
pearl type (the left-hand side of the graph) to the values
that are typical for the fibrosis type (the right-hand side of
the graph).
During our procedures, we observed in some patients

a gap between the IOL and the PC that was filled with a
transparent or milky fluid. These cases correspond to
late-postoperative CBDS, described by Miyake et al. [10].
Figure 6 The distribution of the total-pulse energy per area for differen
CBDS (cbds). The groups differ significantly (p = 0.005).
The amount of fluid was different for the various cases: in
some cases, the accumulated fluid pushed the PC poster-
iorly and the gap was obvious; in other cases, the eyes dis-
closed only a small amount of fluid [38]. Using a slit-lamp,
most of these cases combined the morphological charac-
teristics of a fibrosis-type PCO and late-postoperative
CBDS. When the IOL/PC distance was large enough, a
gap between the IOL and the PC was visible under the
slit-lamp. Otherwise, the gap became more obvious during
the procedure, when a surge of fluid flowed into the
t PCO types: fibrosis (f), mixed (m), pearl (p) and late-postoperative



Figure 7 The total-pulse energy per area as a function of the IOL/PC distance. Different PCO types are represented by different marks:
the orange circles show the fibrosis type; the blue squares are the mixed type; the gray triangles correspond to the late-postoperative
CBDS; and the green rhombuses correspond to the pearl-type PCO. The black line shows a linear fit. The results are statistically significant
(p = 0.028).
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vitreous. The gap was also clearly visible on the OCT im-
ages, which were sometimes required for the analysis be-
fore the procedure to find differences with the “ordinary”
fibrosis-type PCO. Our observations match cases de-
scribed by Miyake et al. [38], where late-postoperative
CBDS is shown in conjunction with other types of PCO.
Because we expect that the IOL/PC gap influences the
total-pulse energy required for the Nd:YAG capsulotomy,
we recommend using OCT imaging in clinical studies as
an additional tool for PCO characterization.
Our OCT method can be used to distinguish late-

postoperative CBDS from other types of PCO. While
late-postoperative CBDS is a clinical diagnosis, OCT im-
aging could be useful for precisely documenting the
presence of the condition. Our observations are in
agreement with those of Tan et al. [39], also based on
analysis of case series, where OCT is recommended in
the diagnosis of late-postoperative CBDS when the tur-
bid, whitish fluid and the distance between the IOL and
PC are not obvious.
To characterize the PCO types based on the IOL/PC

distances, we also added a control group composed of
patients without PCO after an uneventful cataract sur-
gery. In this case, the PC is in close contact with the
IOL, and the median IOL/PC distance is 11.5 μm (mini-
mum 8.5 μm, maximum 14.8 μm) (see Table 1). This
value can serve as an estimate of the thickness of the PC
after the cataract surgery. Additionally, we compared
the IOL/PC distances of the fibrosis-type PCO with
the IOL/PC distances measured in the control group
(cg and f in Figure 5, and the data listed in Table 1). The
difference was statistically significant (p = 0.02). How-
ever, in the borderline cases, the fibrosis-type PCO could
not be recognized only from the OCT image, and a
slit-lamp examination was still required.
The most common PCO types, i.e., the fibrosis and
pearl types, differ not only in the IOL/PC distance but
also in how they behave during the Nd:YAG laser pro-
cedure. The difference is visible in Figure 2, which shows
the OCT, slit-lamp and retroillumination images imme-
diately after the Nd:YAG capsulotomy of the mixed-type
PCO. The OCT image in Figure 2 (left) reveals the dif-
ference of the PC opening for different PCO types: on
the left-hand side a pearl-type PCO is predominant,
while the fibrosis type exists on the right-hand side of
the PC. The pearl-type PCO mostly retracts and rolls
under the IOL, while the fibrosis-type PCO, which con-
sists of myofibroblast-like cells, appears more rigid.
Thus, it does not allow the PC to retract away from the
laser-induced breakdown site; instead, when treating with
laser pulses, the PC acts more like a door on a hinge.
Our results reveal that the IOL/PC distances differ sig-

nificantly between PCO types. This finding is in agree-
ment with the results presented by Moreno-Montañes
et al. [29].

Influence of the PCO Type and IOL/PC distance on the
total-pulse energy
The main goal of our study was to find the influence of
(i) the PCO types and (ii) the IOL/PC distance measured
by the OCT system on the total-pulse energy required to
create a posterior capsulotomy of a certain area. The re-
lationship between the PCO types and the total-pulse
energy per area is presented in Figure 6, and it is statisti-
cally significant. Moreover, from the result presented in
Figure 7, it can be concluded that the IOL/PC distance
also significantly affects the total-pulse energy needed
for the capsulotomy. Here, the estimated regression co-
efficient implies that for a 100-μm increase in the IOL/
PC distance, we can expect a decrease of 3.6 mJ/mm2 of
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the total-pulse energy per area. However, the fit of the
line is not perfect; in particular, some cases with small
distances require a large amount of energy. The small
sample size (47 eyes of 40 patients) does not allow us to
find a more complex model.
Results of our study indicate that the distance between

the PC and IOL plays an important role in the usage of
the total-pulse energy during Nd:YAG capsulotomy. We
believe that lower total-pulse energy at larger distances
is the result of the dynamics of the secondary phenomena
(a cavitation bubble and a shockwave) of laser-induced
breakdown near different surfaces. Previous in-vitro stud-
ies [40-42] observed the cavitation bubble and the shock-
wave near elastic membrane or solid surface. However,
according to the results presented in this paper, it would
be worth observing these phenomena also in an in-vitro
experiment where the elastic membrane will be moved
some distance away from the solid surface. Thus, the pre-
sented results should help to build an in-vitro experimen-
tal setup, which will be able to provide new insights into
photodisruptive mechanisms responsible for the PC cut at
different distances from the IOL. Such in-vitro results
could be clinically applicable for designing the laser system
with optimal backfocus for different types of PCO.

Limitations of the study
IOL material and design play an important role in the
development of PCO, as was shown in a number of pre-
vious studies [28,43-46]. Although we documented the
IOL model implanted in our patients and took care that
the control group had a similar distribution of IOL
models to those of the other groups, the groups of pa-
tients with the same IOL model were not large enough
to provide any statistically significant conclusions about
how and if the material and design of the IOL affect the
use of energy during Nd:YAG capsulotomy. However,
we believe that the influence of IOL material and design
on the total-pulse energy required for Nd:YAG capsulot-
omy deserves a detailed statistical analysis of larger
groups of patients with the same IOL model in the future
studies.
The horizontal (x) and vertical (y) dimensions of capsu-

lotomies were measured using the slit-lamp light beam.
We approximated the capsulotomy area with rhombus
having the diagonals in x and y axes. However, in the fur-
ther studies we suggest to calculate this area more accur-
ately by image processing, e.g., as was performed in the
study of Kanellopoulos et al. [47].
We also could not create a non-masking design of the

study. This limitation could introduce bias from the op-
erator towards the certain type of PCO and the total en-
ergy used. To minimize operator bias and to ensure a
non-biased study, we strictly defined the study protocol
as described in the Methods section.
Due to the similar dependence of the total-pulse
energy on (i) the PCO type and (ii) the IOL/PC distance,
we cannot claim that the IOL/PC distance is the only
factor affecting the total-pulse energy that is needed to
perform a capsulotomy. During our procedures we also
found that the repeatability of the laser focus position
(with respect to the PC capsule) depends on the patient’s
cooperation, the surgeon’s skill, the angle of the capsu-
lotomy contact glass and the quality of the laser system.
The influence of the aforementioned working conditions
cannot be neglected. For these reasons, we believe that it
is worth performing an in-vitro experiment, under more
reproducible conditions, that takes into account the
findings of the present study. We believe that such an
in-vitro experiment will clarify the isolated influence of
the IOL/PC distance on the total-pulse energy and may
reveal the main mechanisms that are responsible for the
PC opening.

Conclusions
In the presented study, we used the high-resolution
spectral-domain OCT for PCO characterization. Using
this technique, we evaluated the influence of the PCO
types and the IOL/PC distances on the total-pulse energy
required for Nd:YAG capsulotomy.
Our results show a significant influence of (i) the PCO

types and (ii) the IOL/PC distance on the total-pulse en-
ergy that is needed to create a posterior capsulotomy of
a certain size. The results also indicate that the OCT can
be used in clinical studies as an additional tool for PCO
characterization. Therefore, the results presented here
are important for (i) new insights into different PCO types,
(ii) future investigations of PCO using OCT, and (iii) a
better understanding of the photodisruptive mechanisms
leading to the PC cut at different distances from the IOL.

Abbreviations
PCO: Posterior capsule opacification; PC: Posterior capsule; CBDS: Capsular
bag distension syndrome; IOL: Intraocular lens; Nd:YAG: Neodymium-doped
yttrium aluminum garnet; OCT: Optical coherence tomography.

Competing interests
The authors declare that they have no competing interests.

Authors’ contributions
GH, BDO, JM, PG participated in the design of the study. GH and PG
analyzed and interpreted the data. GH, DP, PG wrote the article. BDO and JM
critically revised the article. GH, DP, PG collected the data. GH and DP were
responsible for provision of materials and patients. GH and PG reviewed the
literature. All authors read and approved the final manuscript.

Acknowledgments
This study was carried out in collaboration with the EU regional Competency
Center for Biomedical Engineering (www.bmecenter.com), coordinated by
the Laser and Health Academy (www.laserandhealthacademy.com), and
partially supported by the European Regional Development Fund and the
Slovenian government.
The laser system used to perform this study was provided by the company
Optotek d.o.o.
The authors thank Dr. Maja Pohar for the statistical analysis of the results.

http://www.bmecenter.com
http://www.laserandhealthacademy.com


Hawlina et al. BMC Ophthalmology 2014, 14:131 Page 10 of 11
http://www.biomedcentral.com/1471-2415/14/131
Author details
1Eye Hospital, University Medical Centre Ljubljana, Grablovičeva 46, 1525
Ljubljana, Slovenia. 2Faculty of Mechanical Engineering, University of
Ljubljana, Aškerčeva 6, 1000 Ljubljana, Slovenia.

Received: 26 December 2013 Accepted: 22 October 2014
Published: 18 November 2014
References
1. Hollick EJ, Spalton DJ, Ursell PG, Pande MV, Barman SA, Boyce JF, Tilling K:

The effect of polymethylmethacrylate, silicone, and polyacrylic
intraocular lenses on posterior capsular opacification 3 years after
cataract surgery. Ophthalmology 1999, 106(1):49–54. discussion 54–45.

2. Schaumberg DA, Dana MR, Christen WG, Glynn RJ: A systematic overview
of the incidence of posterior capsule opacification. Ophthalmology 1998,
105(7):1213–1221.

3. Apple DJ, Solomon KD, Tetz MR, Assia EI, Holland EY, Legler UF, Tsai JC,
Castaneda VE, Hoggatt JP, Kostick AM: Posterior capsule opacification. Surv
Ophthalmol 1992, 37(2):73–116.

4. Hiles DA, Johnson BL: The role of the crystalline lens epithelium in
postpseudophakos membrane formation. J Am Intraocul Implant Soc 1980,
6(2):141–147.

5. McDonnell PJ, Green WR, Maumenee AE, Iliff WJ: Pathology of intraocular
lenses in 33 eyes examined postmortem. Ophthalmology 1983,
90(4):386–403.

6. Roy FH: After-cataract: clinical and pathologic evaluation. Ann Ophthalmol
1971, 3(12):1364–1366. passim.

7. Awasthi N, Guo S, Wagner BJ: Posterior capsular opacification: a problem
reduced but not yet eradicated. Arch Ophthalmol 2009, 127(4):555–562.

8. Mcdonnell PJ, Zarbin MA, Green WR: Posterior capsule opacification in
pseudophakic eyes. Ophthalmology 1983, 90(12):1548–1553.

9. Saika S: Relationship between posterior capsule opacification and
intraocular lens biocompatibility. Prog Retin Eye Res 2004, 23(3):283–305.

10. Miyake K, Ota I, Ichihashi S, Miyake S, Tanaka Y, Terasaki H: New
classification of capsular block syndrome. J Cataract Refract Surg 1998,
24(9):1230–1234.

11. Apple DJ, Peng Q, Visessook N, Werner L, Pandey SK, Escobar-Gomez M,
Ram J, Auffarth GU: Eradication of posterior capsule opacification:
documentation of a marked decrease in Nd:YAG laser posterior capsulotomy
rates noted in an analysis of 5416 pseudophakic human eyes obtained
postmortem. Ophthalmology 2001, 108(3):505–518.

12. Aron-Rosa DS, Aron JJ, Cohn HC: Use of a pulsed picosecond Nd: YAG
laser in 6,664 cases. J Am Intraocul Implant Soc 1984, 10(1):35–39.

13. Channell MM, Beckman H: Intraocular pressure changes after
neodymium-YAG laser posterior capsulotomy. Arch Ophthalmol 1984,
102(7):1024–1026.

14. Ficker LA, Steele AD: Complications of Nd:YAG laser posterior
capsulotomy. Trans Ophthalmol Soc U K 1985, 104(Pt 5):529–532.

15. Geerling G, Roider J, Schmidt-Erfurt U, Nahen K, el-Hifnawi el S, Laqua H,
Vogel A: Initial clinical experience with the picosecond Nd:YLF laser for
intraocular therapeutic applications. Br J Ophthalmol 1998, 82(5):504–509.

16. Kraff MC, Sanders DR, Lieberman HL: Intraocular pressure and the corneal
endothelium after neodymium-YAG laser posterior capsulotomy. Relative
effects of aphakia and pseudophakia. Arch Ophthalmol 1985,
103(4):511–514.

17. Slomovic AR, Parrish RK 2nd, Forster RK, Cubillas A: Neodymium-YAG laser
posterior capsulotomy. Central corneal endothelial cell density. Arch
Ophthalmol 1986, 104(4):536–538.

18. Gomaa A, Liu C: Nd:YAG laser capsulotomy: a survey of UK practice and
recommendations. Eur J Ophthalmol 2011, 21(4):385–390.

19. Masood A, Sarfraz M: Capturing outlines of 2D objects with Bézier cubic
approximation. Image Vision Comput 2009, 27(6):704–712.

20. Izatt JA, Hee MR, Swanson EA, Lin CP, Huang D, Schuman JS, Puliafito CA,
Fujimoto JG: Micrometer-scale resolution imaging of the anterior eye
in vivo with optical coherence tomography. Arch Ophthalmol 1994,
112(12):1584–1589.

21. Wang Y, Jiang H, Shen M, Lam BL, DeBuc DC, Ye Y, Li M, Tao A, Shao Y,
Wang J: Quantitative analysis of the intraretinal layers and optic nerve
head using ultra-high resolution optical coherence tomography.
J Biomed Opt 2012, 17(6):066013.
22. Loya N, Lichter H, Barash D, Goldenberg-Cohen N, Strassmann E, Weinberger
D: Posterior chamber intraocular lens implantation after capsular tear:
ultrasound biomicroscopy evaluation. J Cataract Refract Surg 2001,
27(9):1423–1427.

23. Muftuoglu O, Hosal BM, Karel F, Zilelioglu G: Drug-induced intraocular lens
movement and near visual acuity after AcrySof intraocular lens
implantation. J Cataract Refract Surg 2005, 31(7):1298–1305.

24. Sorenson AL, Holladay JT, Kim T, Kendall CJ, Carlson AN: Ultrasonographic
measurement of induced myopia associated with capsular bag
distention syndrome. Ophthalmology 2000, 107(5):902–908.

25. Hayashi K, Hayashi H, Nakao F, Hayashi F: Reproducibility of posterior
capsule opacification measurement using Scheimpflug
videophotography. J Cataract Refract Surg 1998, 24(12):1632–1635.

26. Jain R, Grewal D, Gupta R, Grewal SP: Scheimpflug imaging in late
Capsular Bag Distention syndrome after phacoemulsification. Am J
Ophthalmol 2006, 142(6):1083–1085.

27. Elgohary MA, Chauhan DS, Dowler JG: Optical coherence tomography of
intraocular lens implants and their relationship to the posterior capsule:
a pilot study comparing a hydrophobic acrylic to a plate-haptic silicone
type. Ophthalmic Res 2006, 38(3):116–124.

28. Moreno-Montañes J, Alvarez A, Bes-Rastrollo M, Garcia-Layana A: Optical
coherence tomography evaluation of posterior capsule opacification
related to intraocular lens design. J Cataract Refract Surg 2008, 34(4):643–650.

29. Moreno-Montañes J, Alvarez A, Maldonado MJ: Objective quantification of
posterior capsule opacification after cataract surgery, with optical
coherence tomography. Invest Ophthalmol Vis Sci 2005, 46(11):3999–4006.

30. Puliafito CA, Hee MR, Lin CP, Reichel E, Schuman JS, Duker JS, Izatt JA,
Swanson EA, Fujimoto JG: Imaging of macular diseases with optical
coherence tomography. Ophthalmology 1995, 102(2):217–229.

31. Schuman JS, Pedut-Kloizman T, Hertzmark E, Hee MR, Wilkins JR, Coker JG,
Puliafito CA, Fujimoto JG, Swanson EA: Reproducibility of nerve fiber layer
thickness measurements using optical coherence tomography.
Ophthalmology 1996, 103(11):1889–1898.

32. Nozaki M, Kimura H, Kojima M, Ogura Y: Optical coherence tomographic
findings of the anterior segment after nonpenetrating deep sclerectomy.
Am J Ophthalmol 2002, 133(6):837–839.

33. Wang J, Fonn D, Simpson TL, Jones L: Precorneal and pre- and postlens
tear film thickness measured indirectly with optical coherence
tomography. Invest Ophthalmol Vis Sci 2003, 44(6):2524–2528.

34. Wirbelauer C, Winkler J, Scholz C, Haberle H, Pham DT: Experimental
imaging of intracorneal ring segments with optical coherence
tomography. J Refract Surg 2003, 19(3):367–371.

35. Linnola RJ, Findl O, Hermann B, Sattmann H, Unterhuber A, Happonen RP,
Drexler W: Intraocular lens-capsular bag imaging with ultrahigh-
resolution optical coherence tomography Pseudophakic human autopsy
eyes. J Cataract Refract Surg 2005, 31(4):818–823.

36. Zhao Y, Li J, Lu W, Chang P, Lu P, Yu F, Xing X, Ding X, Lu F: Capsular
adhesion to intraocular lens in highly myopic eyes evaluated in vivo
using ultralong-scan-depth optical coherence tomography. Am J
Ophthalmol 2013, 155(3):484–491. e481.

37. Cheng CY, Yen MY, Chen SJ, Kao SC, Hsu WM, Liu JH: Visual acuity and
contrast sensitivity in different types of posterior capsule opacification.
J Cataract Refract Surg 2001, 27(7):1055–1060.

38. Miyake K, Ota I, Miyake S, Horiguchi M: Liquefied aftercataract: a
complication of continuous curvilinear capsulorhexis and intraocular
lens implantation in the lens capsule. Am J Ophthalmol 1998,
125(4):429–435.

39. Tan YL, Mohanram LS, Ti SE, Aung T, Perera S: Imaging late capsular bag
distension syndrome: an anterior segment optical coherence
tomography study. Clin Ophthalmol 2012, 6:1455–1458.

40. Gregorčič P, Petkovšek R, Možina J, Močnik G: Measurements of cavitation
bubble dynamics based on beam-deflection probe. Appl Phys A 2008,
93(4):901–905.

41. Orthaber U, Petkovšek R, Schille J, Hartwig L, Hawlina G, Drnovšek-Olup B,
Vrečko A, Poberaj I: Effect of laser-induced cavitation bubble on a thin
elastic membrane. Opt Laser Technol 2014, 64:94–100.

42. Vogel A, Hentschel W, Holzfuss J, Lauterborn W: Cavitation bubble
dynamics and acoustic transient generation in ocular surgery with
pulsed neodymium: YAG lasers. Ophthalmology 1986, 93(10):1259–1269.

43. Hayashi H, Hayashi K, Nakao F, Hayashi F: Quantitative comparison of
posterior capsule opacification after polymethylmethacrylate, silicone,



Hawlina et al. BMC Ophthalmology 2014, 14:131 Page 11 of 11
http://www.biomedcentral.com/1471-2415/14/131
and soft acrylic intraocular lens implantation. Arch Ophthalmol 1998,
116(12):1579–1582.

44. Hayashi K, Hayashi H, Nakao F, Hayashi F: Changes in posterior capsule
opacification after poly(methyl methacrylate), silicone, and acrylic
intraocular lens implantation. J Cataract Refract Surg 2001, 27(6):817–824.

45. Johnston RL, Spalton DJ, Hussain A, Marshall J: In vitro protein adsorption
to 2 intraocular lens materials. J Cataract Refract Surg 1999, 25(8):1109–1115.

46. Ursell PG, Spalton DJ, Pande MV, Hollick EJ, Barman S, Boyce J, Tilling K:
Relationship between intraocular lens biomaterials and posterior capsule
opacification. J Cataract Refract Surg 1998, 24(3):352–360.

47. Kanellopoulos AJ, Asimellis G: Digital analysis of flap parameter accuracy
and objective assessment of opaque bubble layer in femtosecond laser-
assisted LASIK: a novel technique. Clin Ophthalmol 2013, 7:343–351.

doi:10.1186/1471-2415-14-131
Cite this article as: Hawlina et al.: Optical coherence tomography for an
in-vivo study of posterior-capsule-opacification types and their influence
on the total-pulse energy required for Nd:YAG capsulotomy: a case
series. BMC Ophthalmology 2014 14:131.
Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods
	Patients
	Patient examination
	OCT examination
	Nd:YAG-Laser capsulotomy procedure
	Total-pulse energy measurements
	Analysis of the IOL/PC distance
	Data analysis

	Results
	Discussion
	High-resolution spectral-domain OCT for PCO characterization
	OCT characteristics of different PCO types
	Influence of the PCO Type and IOL/PC distance on the total-pulse energy
	Limitations of the study

	Conclusions
	Abbreviations
	Competing interests
	Authors’ contributions
	Acknowledgments
	Author details
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /PageByPage
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV <>
    /HUN <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [595.440 793.440]
>> setpagedevice


